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An in vivo photoacoustic imaging system was designed and implemented to image the entire small animal
head. A special scanning gantry was designed to enable in vivo imaging in coronal cross sections with high
contrast and good spatial resolution for the first time to our knowledge. By use of a 2.25 MHz ultrasonic
transducer with a 6 mm diameter active element, an in-plane radial resolution of 312 m was achieved.
Deeply seated arterial and venous vessels in the head measuring up to 1.7 cm in diameter were simulta-
neously imaged in vivo with 804 nm wavelength laser excitation of photoacoustic waves. © 2006 Optical
Society of America
OCIS codes: 170.5120, 170.3880, 170.0110.Photoacoustic tomography (PAT) is a novel imaging
modality that is nonionizing and highly sensitive to
optical absorption of biological tissue, especially
blood in vessels.1 In addition, PAT has a deeper
penetration depth than other high-resolution pure
optical imaging modalities,2,3 because the latter lose
high-resolution imaging information beyond
approximately one transport mean free path as a re-
sult of strong light scattering, whereas the former re-
mains unaffected. PAT combines the merits of both
optical and ultrasonic imaging and hence provides
both high optical contrast and good ultrasonic
resolution.4–7
PAT has been successfully applied to visualize the
structures of a number of different biological tissues.
Using PAT, Wang et al. obtained in vivo images of ce-
rebral blood vessels on the cortex of a rat brain where
the vessels were within 2–3 mm of the tissue
surface.6,7 They presented in situ three-dimensional
mouse brain imaging by using the same system, but
the resolution for deep structures was far inferior to
that for shallow vessels.8 Kruger et al. demonstrated
in situ whole-head three-dimensional imaging of a
nude mouse by use of an ultrasonic transducer
array.9 In their study the deeply located blood ves-
sels, such as the circle of Willis, anterior cerebral ar-
tery, and other arterial vessels, were not imaged with
good spatial resolution or high contrast, even though
the superficial venous vessels, such as the jugular
vein around the head, were clearly imaged. In the
present study we designed an in vivo whole-mouse-
head PAT system. We successfully imaged in vivo
deep arterial vessels as well as superficial venous
vessels with high contrast and good spatial resolu-
tion in coronal views.
0146-9592/06/162453-3/$15.00 ©Figure 1 shows a schematic of the newly designed
system. To maximize the optical penetration depth
and to select an isosbestic point of molar extinction
coefficient of oxy- and deoxy-hemoglobin, we chose an
804 nm wavelength output as the excitation source
from a Q-switched Nd:YAG laser (LS-2137/2, LOTIS
TII)-pumped tunable Ti:sapphire laser (LT-2211A,
LOTIS TII). To illuminate efficiently, the excitation
light was divided by a beam splitter (BS1-784-50,
CVI Laser) into two beams, which were then deliv-
Fig. 1. Schematic of the experimental setup of photoacous-
tic tomography for in vivo whole-head small animal imag-
ing. Sa, sapphire.
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by ground glasses. The pulsed laser energy was
maintained below the maximum permissible
exposure for skin at the 804 nm wavelength10
(15.5 mJ/cm2 for each beam). To avoid generation
of strong photoacoustic (PA) signals from the surface
of the object near the ultrasonic transducer, we ap-
plied side illumination in a spirit similar to dark-field
illumination.11
A high signal-to-noise ratio is indispensable for de-
tecting weak PA signals from locations deep within
an object. Therefore we used a 2.25 MHz ultrasonic
transducer (V323, Panametrics, Waltham, Mass.)
with a 6 mm diameter active element and a 65.6%
bandwidth at 6 dB, where the relatively low fre-
quency and large active area are conducive to a high
signal-to-noise ratio. A flat transducer was employed
in place of a focused one to allow the application of
the modified back projection algorithm for image
reconstruction.12 To minimize the interference of sur-
face signals and maximize the detection of deep sig-
nals from the head, we placed the ultrasonic trans-
ducer between two beams. Finally, the computer
acquired all of the amplified and digitized signals and
reconstructed the distribution of the optical absorp-
tion in the imaging plane.
Two particular devices in the scanning gantry, the
rotation stages and mouse holders, as shown in Fig.
1, were designed in house for in vivo imaging. The ro-
tation stages have two parts, one located at the top
and the other at the bottom, which rotate at the same
angular speed. The mouse holders are composed of a
head holder, which fixes the teeth and provides oxy-
gen, and a body holder, which fixes the body and
maintains the body temperature. The body holder is
waterproof because the animal and the ultrasonic
transducer are immersed in water to couple the PA
waves from the animal to the ultrasonic transducer.
The scanning radius of the ultrasonic transducer is
4 cm.
To evaluate the image resolution of the designed
system, we imaged nine carbon fibers (6 m in diam-
eter) and two human hairs (30 m in diameter) fixed
in a 15% porcine gelatin with 0.5% Intralipid-20%,
the reduced scattering coefficient of which was esti-
mated to be 2.1 cm−1.13 Figure 2(a) shows the PAT
image of the phantom; bright spots indicate the high
optical absorption of the carbon fibers and hairs. Fig-
ure 2(b) shows the radial and tangential resolutions
measured from the carbon fibers in the image. The
radial resolution, defined by the FWHM of the main
lobe, is approximately 312±5 m (standard error),
which is close to the theoretically predicted value.12
The tangential resolution of the system deteriorates
as the imaging point moves away from the imaging
center owing to the aperture effect.5,12
A nude mouse (Harlan Company) weighing ap-
proximately 20 g was employed for in vivo head im-
aging. General anesthesia was subcutaneously ad-
ministered to the nude mouse every hour. During
data acquisition, pure oxygen was provided through
the head holder. Figure 3 shows the three-
dimensional whole-head in vivo images of the nudemouse in the coronal view. Because of the side illumi-
nation, light energy exponentially decays from the
surface inward, which results in generation of much
weaker signals in deep regions. To compensate for
light attenuation in the images, we estimated the flu-
ence distribution of light in the head by using a
Monte Carlo simulation and then normalized the re-
constructed PA image by using a two-dimensional flu-
ence map.14 Because hemoglobin is the strongest op-
tical absorber in the near-IR spectral region and
generates strong PA signals, the most prominent
structures in PAT images are blood vessels. Most of
the blood vessels in a head are branches of the ca-
rotid artery and the jugular vein. Here the major
blood vessels were segmented with heuristically cho-
sen thresholds such that the segmented major ves-
sels appear in all of the pseudocolor images, which
are then superimposed on the original grayscale im-
ages. Some key vessels are identified as shown in
Fig. 3.
For whole-head PAT to be used in practical appli-
cations, the time resolution and the slice thickness
Fig. 2. (A) PAT image of nine carbon fibers and two hairs
in gelatin. Objects are perpendicular to the imaging plane.
(Note that fibers are not exactly perpendicular to the imag-
ing plane, so distortion exists due to the slice thickness.)
The grayscale bar indicates the magnitude of optical ab-
sorption. (B) Radial and tangential resolutions with stan-
dard errors. Dashed curve with circles, radial resolution;
solid curve with squares, tangential resolution, showing
the aperture effect of the transducer.need to be improved. The current data acquisition
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with an ultrasonic transducer array system. The im-
aging system employed here had a large slice thick-
ness for two reasons: the wide reception angle of the
transducer in the elevation direction and the strong
light scattering inside the biological tissue. The slice
thickness (elevation resolution) is approximately
equal to the diameter of the ultrasonic transducer. A
cylindrically focused transducer or a three-
dimensional reconstruction algorithm can be used to
Fig. 3. (Color online) In vivo three-dimensional whole-
head photoacoustic tomography of a nude mouse in coronal
views. Images were obtained from the anterior to the pos-
terior parts of the brain with a depth separation of 1 mm
between adjacent scans. Arrows indicate higher optical ab-
sorption in blood vessels. The photographs (G) and (H) of
the cross sections were taken after PAT data acquisition for
comparison with corresponding PAT images (B) and (E), re-
spectively. 1, Anterior cerebral artery; 2, mandibular alveo-
lar artery; 3, 4, arterial vessels; 5, posterior communication
artery; 6, internal cerebral artery; 7, median fissure; 8,
venous vessel; 9, facial vein; 10, facial artery; 11, sublin-
gual artery; 12, jugular vein; 13, venous vessel.minimize the slice thickness. The reconstruction al-
gorithm adopted here assumed that the distribution
of light fluence and acoustic speed were homogeneous
in the imaging plane. However, because of the side il-
lumination, the distribution of light fluence was, in
fact, inhomogeneous. In addition, when PA signals
travel through heterogeneous biological tissues, such
as brain, muscle, blood vessels, skin, and trachea,
they suffer from acoustic speed aberrations. To
achieve higher accuracy, the reconstruction algo-
rithm needs to be modified to consider these two
types of heterogeneity.
In this study we accomplished in vivo three-
dimensional whole-head imaging by using PAT. We
were able to image deep arterial vessels, such as the
circle of Willis, as well as superficial venous vessels
with good spatial resolution and high contrast in
coronal views in vivo for the first time to our knowl-
edge. Previous studies have been confined to superfi-
cial or in situ imaging. We believe that our work can
be extended to the study of cerebral hemodynamic
changes by simultaneously measuring oxygen satu-
ration and cerebral blood volume, the two key param-
eters for monitoring brain activities related to brain
tumors, ischemia, stroke, etc.15
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